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The capabilities of Cu isotope ratio measurements are often restricted by the small volumes of sample
available and/or their low Cu concentration. In this work, an analytical approach was developed for
performing Cu isotopic analysis via multi-collector ICP-mass spectrometry (MC-ICP-MS) at ultra-trace
level using Ga as an internal standard for mass bias correction. The minimum concentration of Cu
required for accurate and precise isotope ratio measurements was established to be 20 mg L1 with wet
plasma conditions and 5 mg L1 with dry plasma conditions. The use of Ga as an internal standard for
mass bias correction provided several advantages compared to Ni, i.e. improved internal precision on
d65Cu values and lower blank levels. Ga can also be used at a 4-fold lower concentration level than Ni.
However, in wet plasma conditions, the signals of 36Ar16O2
1Hþ and 40Ar15N16Oþ interfered with the sig-
nals of 69Gaþ and 71Gaþ, respectively, while in dry plasma conditions, realized by the use of a desolvation
unit, 69Gaþ suffered from spectral interference from 40Ar14N21Hþ. These interferences were resolved by
using medium mass resolution. For validation purposes, the approach was applied to commercially
available blood and serum samples. The d65Cu values for the samples measured at a concentration level
of 5 mg L1 Cu and 5 mg L1 Ga using dry plasma conditions were in good agreement with those obtained
for isotope ratio measurements at the “standard” concentration level of 200 mg L1 Cu and 200 mg L1 Ni
using wet plasma conditions. In addition, the d65Cu values obtained for micro-samples of serum/blood
(volume of 100 mL) were in good agreement with the corresponding ones obtained using the “standard”
volume for isotopic analysis (500 mL).
© 2018 The Author(s). Published by Elsevier B.V. This is an open access article under the CC BY-NC-ND
license (http://creativecommons.org/licenses/by-nc-nd/4.0/).haecke).
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Multi-collector ICP-mass spectrometry (MC-ICP-MS) allows ac-
curate and highly precise isotope ratio measurements with a
reasonable sample throughput [1]. However, for successfully
exploiting the capabilities of high-precision isotopic analysis,
isotope ratio measurements by MC-ICP-MS at ultra-trace level of
the target element are sometimes required. Since the introduction
of the technique in 1992 and until 2014, the concentrations at
which isotope ratio measurements of transition metals, such as Cu,
Fe, Zn or Ni, were typically carried out ranged between 0.5 and
5mg L1 [2,3].
Several innovations in MC-ICP-MS instrumentation were
focused on an improvement of the sensitivity. The combination of a
high-sensitivity interface (e.g., the combination of a Jet-type
sampler and an H-type skimmer in a Neptune MC-ICP-MS instru-
ment) and enhanced pumping of the interface region resulted in a
signiﬁcant improvement in this context [4]. The concentrations
generally used for isotope ratio measurements using the so-called
high-sensitivity “jet interface” in wet plasma conditions are
0.1mg L1 for Cu [5,6] and even  0.2mg L1 for Fe, Ni and Zn
[5e7]. The jet interface also provides an improved internal preci-
sion for these elements compared to the standard interface and
gives rise to a smaller extent of mass discrimination owing to the
increased ion transmission efﬁciency, but the requirements in
terms of matrix- and concentration-matching of the sample and
standard solutions become more stringent [5,8e10]. Further
improvement in sensitivity can be obtained by enhancing the an-
alyte introduction efﬁciency by using a desolvation system [4,11].
For improving the signal-to-noise ratio even further, Faraday cups
with higher ohmic resistance (1012 or 1013U) can be used [12,13].
Also electron multipliers provide higher sensitivity, but this type of
detector is characterized by a dead time that needs to be corrected
for when operated in pulse countingmode, while its linear dynamic
range is more limited [14e16]. When usingmicro-ﬂow systems, the
sample consumption can be reduced to about 100 mL [17,18].
It is well known that instrumental mass discrimination com-
promises the accuracy of the isotope ratio data: the ions of the
heavier of any two isotopes are transported more efﬁciently from
the ion source to the detector, leading to biased isotope ratio
measurement results. The extent of instrumental mass discrimi-
nation is affected by both the matrix composition and the target
element concentration, thus necessitating chromatographic target
element isolation and concentration-matching of the solutions
investigated [1]. Several strategies for chromatographic isolation of
the target element were developed, but nowadays, these are being
revisited for processing of lower target element concentrations
[11]. Although several approaches have been successfully applied
for mass bias correction [19], the combination of internal normal-
ization, based on a regression mass bias correction model with an
admixed internal standard, and external correction in a sample-
standard bracketing (SSB) approach is recommended. However,
the selection of such an internal standard is not only limited by its
physicochemical properties, but also by the detector conﬁguration
(Faraday cup array). In this context, the Cu isotope ratio is tradi-
tionally corrected for mass bias using Zn [3,11] or Ni [20,21],
although also Ga has recently been suggested as internal standard
[22].
To date, there are only a few works on high-precision isotopic
analysis with Ga as the target isotopic system. Ga isotope ratio
measurements by MC-ICP-MS have been carried out at low mass
resolution and using dry plasma conditions combined with the jet
interface to reach adequate sensitivity at low Ga concentrations
[23]. Under these conditions, the minimum Ga concentration used
for accurate and precise isotope ratio measurements was 20 mg L1[23]. Although Ga isotopic analysis has so far been used for geo- and
cosmochemical applications only [24e27], its exploration in
biomedicine could also show relevant information, as Ga, e.g., binds
to most ferric iron-binding proteins with an afﬁnity similar to that
of Fe [28]. However, as a non-essential element, Ga is typically
present at extremely low concentrations only.
In contrast, Cu is probably one of themost explored elements for
isotopic analysis in a biomedical context [29], i.e. for diagnostic/
prognostic purposes [30e32] and/or for enhancing the under-
standing of the diseases affecting the Cumetabolism and, thus, also
the Cu isotope distribution across different body compartments
[33,34]. However, the small amount of Cu typically available for
analysis only jeopardizes the full exploitation of such approaches.
To the best of the authors' knowledge, the lowest concentrations
reported in previous works describing accurate and precise Cu
isotope ratio measurements by MC-ICP-MS using a high-sensitivity
jet interface and dry plasma conditions were about 50 mg L1
[11,21]. This concentration is still not sufﬁciently low for addressing
micro-samples, such as blood serum from mice (about 100 mL of
sample available only) and from newborns [20], blood sampled
using a micro-sampling device [7], cerebrospinal ﬂuid, bone
marrow and biopsies [30,35]. Also Cu isotopic analysis in cultured
human cell models [18,36,37], explored for unraveling the sources
of isotope fractionation, is facing such limitations. Moreover, next
to the bulk serum/blood Cu isotopic composition, also the Cu iso-
topic composition of speciﬁc proteins can be valuable for providing
insight into biological systems but, to date, this was only performed
computationally [38].
The main goal of this work was the development of an analytical
approach for measuring Cu isotope ratios at ultra-trace level using
an MC-ICP-MS unit equipped with the high-sensitivity jet interface
and using Ga as internal standard for mass bias correction. The
minimum Cu concentration required for accurate and precise
isotope ratio data was assessed using (i) wet plasma conditions and
(ii) dry plasma conditions, obtained using an Aridus II desolvation
system. Ga and Ni were compared as internal standards in both
plasma conditions and their minimum concentration level required
for adequate mass bias correction was evaluated. The study of Ar-
based ions interfering with the signals of 69Gaþ and 71Gaþ was
carried out under different measurement conditions (in terms of
nitric acid concentration, gas ﬂow rates and hot vs. cold plasma
conditions). The minimum dilution factor required to avoid matrix
effects precluding successful Cu isotope ratio measurements at
ultra-trace level was evaluated using a serum reference material
and using procedural blanks spiked with an in-house Cu isotopic
standard. The approach was validated and subsequently applied to
micro-samples of serum and blood.
2. Experimental
2.1. Reagents
Ultrapurewater (resistivity> 18.2MU cm at 25 C) was obtained
from a Milli-Q Element water puriﬁcation system (Millipore,
France). Nitric acid (14M, PrimarPlus, trace analysis grade) was
purchased from Fisher Scientiﬁc (UK) and further puriﬁed in-house
by sub-boiling distillation. Optima grade hydrochloric acid (12M)
was acquired from Fisher Chemical (UK) and used as such. Ultra-
pure hydrogen peroxide (9.8M) was purchased from Sigma-
Aldrich (Belgium). Poly-Prep® columns and AG MP-1 resin
(100e200 mesh, chloride form) were purchased from Bio-Rad
(Belgium).
The Cu isotopic standard reference material NIST SRM 976 was
acquired from the National Institute for Standards and Technology
(NIST, USA). A standard solution of 1000mg L1 of Cu (Inorganic
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ized for its isotopic composition [3], was used as an in-house iso-
topic standard for monitoring the quality of the isotope ratio
measurements. Single-element standard solutions (1000mg L1)
acquired from Inorganic Ventures were used for (i) the preparation
of standard solutions for quantiﬁcation purposes (Cu and some
major and minor elements) and (ii) mass bias correction (Ga or Ni
admixed internal standard).
2.2. Samples and sample preparation
Blood and several commercially available serum materials were
analyzed. Seronorm™ Trace Elements Whole Blood L-1 (lot
1406263) and Seronorm™ Trace Elements Serum L-1 (lot 1309438)
reference materials were obtained from SERO AS (Norway). Goat
serum (lot SLBR1636), sheep serum (lot SLBS0563), horse serum
(lot SLBS7574), mouse serum (lot SLBR6772) and rabbit serum (lot
SLBS5706) were purchased from Sigma Aldrich (Belgium). The
samples were acid digested at 110 C overnight (~18 h). Digestion of
500 mL of sample was carried out using a mixture of 2mL of 14M
HNO3 and 500 mL of 9.8MH2O2, while digestion of smaller volumes
of sample, such as 200 mL, 100 mL, 50 mL and 20 mL, was accom-
plished using a mixture of 1mL of 14M HNO3 and 250 mL of
9.8MH2O2. The sample digests thus obtained were evaporated to
dryness at 90 C and re-dissolved in 8 M HCl þ0.001% H2O2 for
subsequent Cu chromatographic isolation using AGMP-1 resin. The
Cu isolation procedure was performed as described elsewhere
[5,31,32]. Two column passes were carried out to assure proper
elimination of Na, still present to some extent in the Cu fraction
after one column pass. After two steps of drying/re-dissolving in
concentrated nitric acid of the pure Cu fraction, the ﬁnal residue
was re-dissolved in 500 mL of 0.14M HNO3. In each batch of sam-
ples, procedural blanks were included and treated in the same way
as the samples.
The complete sample preparation procedurewas carried out in aTable 1
Instrument settings and data acquisition parameters for the Neptune MC-ICP-MS instrum
Neptune MC-ICP-MS instrument
Sample and skimmer cone Jet-type Ni s
X-type Ni sk
Cup conﬁgurations L3:60Ni; L1:6
L4:63Cu; L2:
Guard electrode Connected
Integration time (s) 4.194
Number of cycles 45
Hot plasma
RF power (W) 1265
Gas ﬂow rates (L min1)
-Plasma 15
-Auxiliary 0.70
-Nebulizer 1.005
Hot plasma
RF power (W) 1265
Gas ﬂow rates (L min1)
-Plasma 15
-Auxiliary 0.80
-Nebulizer 0.805
-Sweep 3.16
-N2 0.006
Temperatures (C)
-Spray chamber 110
-Membrane desolvator 160laminar ﬂow fume hood located in a class-10 clean lab to avoid
contamination. Teﬂon Savillex® beakers used for sample handling
and storage were pre-cleaned with 7M HNO3 and 6M HCl in
several steps and subsequently rinsed with Milli-Q water. The
disposable polypropylene material was pre-cleaned by soaking in
1.2M HCl for 24 h, followed by soaking in Milli-Q water for another
24 h and were subsequently dried.
2.3. Measurements
Isotope ratio measurements were accomplished using a
Neptune MC-ICP-MS instrument (Thermo Scientiﬁc, Germany),
equipped with the high-transmission jet interface, i.e. the combi-
nation of the jet interface (Jet-type Ni sampling cone and X-type Ni
skimmer cone) and a large dry interface pump (130m3h1 pump-
ing speed). Sample introduction was accomplished using a
100 mLmin1 PFA concentric nebulizer mounted onto a dual spray
chamber consisting of a cyclonic and Scott-type sub-unit (further
referred to as conventional introduction system) or using an Aridus
II desolvating nebulizer system (Teledyne CETAC Technologies Inc.,
USA), equipped with a 100 mLmin1 PFA C-type nebulizer and a
heated spray chamber, combined with a PTFE membrane des-
olvator unit. All isotope ratio measurements were performed (i) at
medium (pseudo) mass resolution, (ii) in static collection mode,
involving 5 Faraday collectors connected to 1011U ampliﬁers, (iii)
on the interference-free plateaus at a position located ~0.038 u
away from the peak centers and (iv) in hot plasma conditions. For
further study of spectral interferences, some peak proﬁles were
obtained in cold plasma conditions. The instrument settings and
data acquisition parameters are provided in Table 1.
Depending on the instrument settings, the measurement solu-
tions were diluted to ﬁnal concentrations ranging between 5 mg L1
and 200 mg L1 in 0.14M HNO3. For mass bias correction, the so-
lutions were doped with Ga or Ni as internal standard. The mea-
surements were carried out in a sample-standard bracketing (SSB)ent.
ampling cone, 1.1mm oriﬁce diameter
immer cone, 0.8mm oriﬁce diameter
1Ni; C:62Ni; H1:63Cu; H3:65Cu
65Cu; C:67Zn; H2:69Ga, H4:71Ga
Wet plasma (conventional introduction system)
conditions Cold plasma conditions
800
15
0.70
0.600
Dry plasma (Teledyne CETAC Technologies Aridus II)
conditions
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external standard. An acid blank and procedural blanks were
included in each measurement session. Baseline correction was
performed before each measurement.
Correction for mass discrimination was performed off-line by
means of a combination of internal normalization (with Ga or Ni)
according to the Baxter-revision [39] of the Russell equation and
external correction in a SSB approach (further referred to as Baxter-
SSB method). 2s-rejection of outliers was applied to the 45 cycles
(Table 1). Finally, the Cu isotope ratio results were expressed as
delta values (d65Cu, per mil,‰) relative to the Cu isotopic reference
material NIST SRM 976 [5,29].
Prior to isotope ratio measurements by MC-ICP-MS, elemental
determinations were performed using an Element XR single-
collector sector-ﬁeld ICP-MS instrument (Thermo Scientiﬁc, Ger-
many) operated at medium mass resolution (see Ref. [31]). Con-
centrations of Cu and some major elements that can give rise to
spectral interference were determined before and after chromato-
graphic isolation. The nuclides determined were 23Na, 24Mg, 60Ni,
63Cu, 65Cu, 69Ga, 72Ge and 74Ge. External calibration with Ge as
internal standard was used for quantiﬁcation purposes.
3. Results and discussion
3.1. Accuracy and precision of the Cu isotope ratio at different
concentration levels
Isotope ratio measurements of the Cu in-house isotopic stan-
dard were carried out at different concentration levels for assess-
ment of the minimum concentration of the target element required
for accurate and precise Cu isotope ratios. Different concentrations
were tested using the conventional introduction system and using
the Aridus II desolvation system. The measurements were carried
out in a SSB sequence with NIST SRM 976 as bracketing standard.Table 2
Slope, intercept and correlation coefﬁcient (R2) for the linear relationship observed betw
measurements performed at different concentrations of the target element and the intern
Conventional introduction system e wet plasma conditions
Cu concentration (mg L1) Ni concentration (mg L1) slope
200 200 0.97
100 100 0.97
50 100 0.97
50 50 0.18
20 100 0.93
10 100 0.28
Cu concentration (mg L1) Ga concentration (mg L1) slope
200 200 0.96
100 100 1.03
50 50 1.08
20 20 0.96
10 10 0.26
Aridus II desolvation system e dry plasma conditions
Cu concentration (mg L1) Ni concentration (mg L1) slope
20 20 0.96
10 10 0.02
10 20 0.94
5 20 0.95
2 20 0.67
Cu concentration (mg L1) Ga concentration (mg L1) slope
20 20 0.99
10 10 1.00
5 5 0.96
2 2 0.40All of these solutions were spiked with Ni or Ga as internal stan-
dard. The concentrations of Cu and the internal standard in the in-
house standard were always adjusted to within ±3% of those in the
bracketing NIST SRM 976 standard.
Table 2 compiles the slopes, intercepts and correlation co-
efﬁcients (R2) for the linear relationships for ln(65Cu/63Cu) vs.
ln(62Ni/60Ni) and for ln(65Cu/63Cu) vs. ln(71Ga/69Ga) obtained for
the NIST SRM 976 standard at several concentrations of the target
element and spiked with different concentrations of Ni or Ga. Well-
deﬁned relationships (R2> 0.90) with a slope ~1 were obtained for
the ln-ln regression lines for concentrations  20 mg L1 Cu and
100 mg L1 Ni or  20 mg L1 Ga in wet plasma conditions. For
lower concentrations, there was no linear mass bias relationship
between the analyte and the internal standard. The signal in-
tensities for 63Cu, 65Cu, 69Ga and 71Gawere ~1.5 V, ~0.7 V, ~1.5 V and
~1.0 V, respectively, for a solution containing 20 mg L1 of both Cu
and Ga. For 100 mg L1 Ni, the signal intensity was ~1.8 V for 60Ni
and ~0.3 V for 62Ni. The low signal intensity for the less abundant
62Ni isotope renders higher Ni concentrations mandatory for suit-
able mass bias correction. As can be seen in Table 2, the minimum
concentration required for the isotope ratio measurements using
the conventional introduction system was 20 mg L1 Cu and
100 mg L1 Ni or 20 mg L1 Ga as internal standard.
When using dry plasma conditions, well-deﬁned relationships
(R2> 0.90) with a slope ~1 for ln(65Cu/63Cu) vs. ln(62Ni/60Ni) and for
ln(65Cu/63Cu) vs. ln(71Ga/69Ga) were obtained for
concentrations  5 mg L1 Cu and 20 mg L1 Ni or  5 mg L1 Ga
(Table 2). However, for lower concentrations these ln-ln relation-
ships were deteriorated (R2< 0.75). The signal intensities for 63Cu,
65Cu, 69Ga and 71Ga were ~1.4 V, ~0.6 V, ~1.8 V and ~1.3 V, respec-
tively, for 5 mg L1 of both Cu and Ga. At 20 mg L1 Ni, the signal
intensity was ~1.9 V for 60Ni and ~0.3 V for 62Ni. The use of the
desolvation system improved the instrumental sensitivity by a
factor of ~4 compared to the conventional introduction system.een ln(65Cu/63Cu) and ln(62Ni/60Ni) or between ln(65Cu/63Cu) and ln(71Ga/69Ga) for
al standard Ni or Ga. The standard error on the slope and intercept is indicated by se.
intercept R2 se(slope) se(intercept)
1.10 0.98 0.04 0.07
1.10 0.93 0.05 0.11
1.12 0.91 0.07 0.14
0.41 0.07 0.14 0.28
1.04 0.95 0.05 0.10
1.30 0.07 0.20 0.39
intercept R2 se(slope) se(intercept)
0.41 1.00 0.02 0.01
0.38 0.97 0.07 0.03
0.37 0.90 0.12 0.04
0.41 0.90 0.08 0.03
0.86 0.06 0.22 0.08
intercept R2 se(slope) se(intercept)
1.09 0.94 0.06 0.12
0.73 0.01 0.04 0.08
1.05 0.91 0.10 0.18
1.07 0.94 0.08 0.15
0.53 0.73 0.12 0.23
intercept R2 se(slope) se(intercept)
0.40 0.96 0.07 0.03
0.40 0.98 0.04 0.01
0.41 0.94 0.09 0.03
0.62 0.42 0.12 0.04
Table 3
Isotopic composition of Cu, expressed as d65Cu (‰), relative to NIST SRM 976, obtained for pure in-house Cu isotopic standard solutions with different concentrations of the
target element. The solutions were spiked with Ga or Ni as internal standard. The measurements were performed using wet and dry plasma conditions. n indicates the number
of measurement replicates. The average internal precision on d65Cu after mass bias correction by means of the Baxter-SSB method is indicated by 2s.
Wet plasma conditions Ga as internal standard Ni as internal standard
Cu (mg L1) Ga or Ni (mg L1) d65Cu(‰)± 2s n 2s (internal) d65Cu(‰)± 2s n 2s (internal)
200 200 0.23 ± 0.04 35 0.013 0.23 ± 0.04 23 0.019
100 100 0.23 ± 0.04 20 0.017 0.22 ± 0.03 26 0.021
50 100 0.22 ± 0.04 23 0.022
50 50 0.23 ± 0.06 20 0.032
20 100 0.23 ± 0.07 35 0.038
20 20 0.23 ± 0.08 42 0.041
Dry plasma conditions Ga as internal standard Ni as internal standard
Cu (mg L1) Ga or Ni (mg L1) d65Cu(‰)± 2s n 2s (internal) d65Cu(‰)± 2s n 2s (internal)
20 20 0.26 ± 0.13 29 0.040 0.22 ± 0.13 19 0.050
10 20 0.26 ± 0.09 25 0.052
10 10 0.23 ± 0.10 39 0.043
5 20 0.22 ± 0.11 40 0.050
5 5 0.21 ± 0.12 48 0.050
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conditions was 5 mg L1 for Cu and 20 mg L1 or 5 mg L1 for the
internal standards Ni and Ga, respectively.
Table 3 compiles the Cu isotope ratio results obtained for the in-
house isotopic standard measured in wet and in dry plasma con-
ditions, corrected for mass bias via the Baxter-SSB method using Ni
or Ga as internal standard. The measurements were carried out at
concentrations of Cu (as target element) and Ni or Ga (as internal
standard) for which acceptable ln-ln regression lines were obtained
(vide supra). The average d65Cu values obtained for the in-house
isotopic standard were always in good agreement with the refer-
ence value, i.e. 0.22± 0.07 (2s) ‰ [3]. The internal precision (2s)
accompanying d65Cu values obtained with wet plasma conditions
for solutions containing 200 mg L1 Cu was <0.02‰, while the in-
ternal precision (2s) on d65Cu values obtained with dry plasma
conditions for solutions containing 5 mg L1 of Cu was ~0.05‰. It is
remarkable that the latter internal precision on d65Cu is similar to
that obtained for solutions containing 200 mg L1 Cu when usingFig. 1. Average internal precision 2s on d65Cu (‰), obtained after mass bias correction by
concentration. The corresponding concentrations of Ga and Ni are indicated in Table 2. T
conditions, respectively. The green and blue colours represent the data obtained using Ga a
using Ni as internal standard. The concentration of Ga was always equal to that of Cu while t
plasma conditions 100 mg L1 or 200 mg L1. (For interpretation of the references to colour ithe standard interface and wet plasma conditions, i.e. ranging from
0.02 to 0.08‰ [5]. In Fig. 1, the internal precision on d65Cu obtained
using wet and dry plasma conditions and corrected for mass bias
using Ni or Ga as internal standard is plotted versus the concen-
tration of Cu. A signiﬁcant correlation was found between 2s on
d65Cu and the Cu concentration (Spearman's correlation coefﬁcient
r¼0.925, p¼ 0.000, n¼ 14). As can be seen in Table 3, for solu-
tions containing equal concentrations of Cu and with either Ni or
Ga as internal standard, the use of Ga provided a slightly improved
internal precision. This might be attributed to the higher signal
intensities for 69Ga and 71Ga compared to the signal intensities for
60Ni and 62Ni (vide supra). Another advantage of the use of Ga as
internal standard compared to Ni is related to the contribution from
the blanks. For pure standard solutions containing 5 mg L1 of both
Cu and Ga, the contribution from acid blanks (0.14M HNO3) was
0.2% and 0.3%, respectively, while for solutions containing 20 mg L1
of Ni, the contribution of the acid blank was 0.5%.
To the best of the authors' knowledge, only Hou et al. havemeans of the Baxter-SSB method using Ni or Ga as internal standard, versus the Cu
he diamonds and the circles represent the data obtained using dry and wet plasma
s internal standard, while the yellow and orange colours represent the data obtained
he concentration of Ni using dry plasma condition was always 20 mg L1 and using wet
n this ﬁgure legend, the reader is referred to the Web version of this article.)
Fig. 2. Mass spectra (peak proﬁles) at m/z-values of 63, 65, 69 and 71 obtained upon
scanning with the Neptune MC-ICP-MS instrument, equipped with the jet interface
and operated at medium mass resolution. Values on the y-axis represent the signal
intensity (V) obtained using (i) wet plasma conditions for a solution containing
200 mg L1 Cu and 200 mg L1 Ga (left y-axis) and using (ii) dry plasma conditions for a
solution containing 5 mg L1 Cu and 5 mg L1 Ga (right y-axis). Values on the x-axis
represent the mass (u).
S. Lauwens et al. / Analytica Chimica Acta 1025 (2018) 69e7974previously used Ga as an internal standard for Cu isotopic analysis
by MC-ICP-MS [22]. They performed the isotope ratio measure-
ments at low mass resolution and at a concentration level of
200 mg L1 Cu and 200 mg L1 Ga [22]. MC-ICP-MS isotopic analysis
of Ga as target element is still scarce and only applied to geological
samples [23e27]. For this purpose, Cu was used as internal stan-
dard for mass bias correction [23,27]. A limited number of studies
report the use of Ga as internal standard for Ge isotopic analysis
[40e43]. Yuan et al. used 20 mg L1 of Ga (as target element) and
40 mg L1 of Cu (as internal standard) for Ga isotopic analysis via
MC-ICP-MS at lowmass resolution and using an Apex HF desolvator
(without N2 ﬂow) as introduction system [23]. Thus, the concen-
trations of Cu and Ga established in the present study (both
5 mg L1) for Cu isotopic analysis by MC-ICP-MS are lower than
those reported in previous works, in spite of the use of medium
mass resolution, required to avoid spectral interferences.
3.2. Spectral interferences affecting the Gaþ ion signals
Potential interferences affecting the Gaþ ion signals mainly arise
from argide, hydride and doubly charged ions, mostly derived from
Zn, Fe, Ba and Ce [23]. However, after the chromatographic sepa-
ration of Cu from the samplematrix, the presence of these elements
in the pure Cu fractions is negligible. Although the contribution of
major polyatomic argide ions can jeopardize accurate determina-
tion of the Ga isotope ratio, this was not assessed yet at ultra-trace
level. Therefore, the presence of interfering ions at the mass-to-
charge ratios of the Ga isotopes was investigated using standard
solutions and acid blanks in dry and wet plasma conditions. While
for the Ga isotopes the literature is scarce, ions interfering with the
signals of the Cu and Ni nuclides are widely described in the
literature and, thus, are not detailed in this work (e.g., [44,45]).
3.2.1. Wet plasma conditions
In a pure standard solution containing 200 mg L1 Cu and
200 mg L1 Ga, the signals from the 69Gaþ and 71Gaþ isotopes do not
show any observable spectral overlap (Fig. 2). However, the mass
spectra (peak proﬁles) at m/z 69 and 71 of acid blanks (0.14M
HNO3) obtained using wet plasma conditions, reveal the presence
of 36Ar16O21Hþ and 40Ar15N16Oþ, which would affect the signalintensities of the 69Gaþ and 71Gaþ isotopes, respectively, at low
mass resolution (Fig. 3). The use of the medium resolution slit al-
lows the interference-free measurement of the Ga isotopes by
separation of their signals from those of the Ar-based polyatomic
ions in a pseudo-highmass resolution approach [46] (Fig. 3A and B).
As can be seen in Fig. 3(A) and (B), an increased HNO3 concentration
in the blank solution results in an increased signal intensity for
36Ar16O21Hþ and 40Ar15N16Oþ. In order to conﬁrm the presence of
these major polyatomic argide ions in the acid blanks, some peak
proﬁles were recorded in cold plasma conditions, obtained by
reducing the plasma RF power (Table 1). As can be seen in Fig. 3(C)
and (D), the levels of 36Ar16O21Hþ and 40Ar15N16Oþ were effectively
suppressed in cold plasma conditions.
3.2.2. Dry plasma conditions
For the pure standard solutions containing 5 mg L1 Cu and
5 mg L1 Ga, at ﬁrst sight, no interferences affecting the signals of
69Gaþ and 71Gaþ were observed in hot plasma conditions (Fig. 2).
However the mass spectra (peak proﬁles) at m/z 69 and 71 for acid
blanks recorded using dry plasma conditions, reveal a clear inter-
ference on 69Gaþ (Fig. 2). The 36Ar16O21Hþ and 40Ar15N16Oþ signals
observed in wet plasma conditions were successfully eliminated in
dry plasma conditions. However, the signal from 69Gaþ overlaps
with that from the 40Ar14N21Hþ polyatomic ion at low mass reso-
lution. The use of medium (pseudo) mass resolution, however, al-
lows interference-freemeasurement of the signal of 69Gaþ (Fig. 4A).
As can be seen in Fig. 4B, increasing the N2 gas ﬂow rate, while
keeping the Ar sweep gas ﬂow rate constant, leads to substantially
higher 40Ar14N21Hþ signal intensities. When no N2 gas is used, the
signal from 40Ar14N21Hþ seems to be eliminated, but the sensitivity
for 63Cu and 65Cu is decreased by a factor of ~3 compared to the
sensitivity obtained at the optimum N2 gas ﬂow rate. When the Ar
sweep gas ﬂow rate is increasing at a constant N2 gas ﬂow rate, the
40Ar14N21Hþ level is also increasing (Fig. 4C).
The use of the desolvation system provided a successful elimi-
nation of the solvent-based oxide and hydroxide polyatomic in-
terferences 36Ar16O21Hþ and 40Ar15N16Oþ, affecting the measurement
of 69Gaþ and 71Gaþ, respectively. This observation is in agreement
with the results found in studies addressing other interfering ions
(e.g., 40Ar16Oþ and 40Ar16O1Hþ affecting the signals of 56Feþ and
57Feþ, respectively [47]). However, the use of the desolvation system
leads to an interference from 40Ar14N21Hþ at the m/z of the 69Gaþ
signal, which is resolved in medium mass resolution.
3.3. Suitability of the Ga isotope ratio for mass bias correction
In order to evaluate the suitability of Ga as internal standard for
Cu isotopic analysis, isotope ratio measurements were carried out
in 7 commercially available blood and serum samples, i.e. Seronorm
serum and Seronormwhole blood reference materials, goat serum,
sheep serum, mouse serum, horse serum and rabbit serum. The Cu
isotopic composition thus obtained was compared to that obtained
using Ni as internal standard. For this purpose, 500 mL of the blood
and serum samples were digested and subjected to the full sample
preparation procedure. The Cu recovery for these samples after
isolation was 102± 5%. The Na/Cu and Mg/Cu concentration ratios
in the isolated Cu fractions were about 0.1 on average. The Ga/Cu
and Ni/Cu concentration ratios in the Cu fractions were about 0.001
and 0.005 on average, respectively. Thus, the amount of Ga present
in the puriﬁed Cu fractions is a factor of 5 lower than the amount of
Ni. After the full sample preparation procedure, the samples were
appropriate diluted and spiked with Ga or Ni for mass bias
correction. The isotope ratio measurements were carried out at a
concentration level of 200 mg L1 of both Cu and the internal
standard and with wet plasma conditions.
Fig. 3. Mass spectra (peak proﬁles) at m/z-values of 69 and 71 obtained upon scanning with the Neptune MC-ICP-MS instrument, equipped with the jet interface, using wet plasma
conditions. The measurements were carried out at medium mass resolution. Values on the x-axis and the y-axis represent the mass (u) and the signal intensity (V), respectively.
Mass spectra at m/z 69 (A) and 71 (B) obtained for blanks with different HNO3 concentrations (0.14M, 0.42M and 1.40M) using hot plasma conditions. Mass spectra at m/z 69 (C)
and 71 (D) obtained for a blank (1.40M HNO3) using hot and cold plasma conditions.
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samples is presented in Table 4. As can be seen, the Cu isotope ratios
for commercially available blood and serum samples obtained us-
ing Ga as internal standard were in good agreement with those
obtained using Ni as internal standard (paired t-test, p> 0.05). A
maximum difference of 0.04‰was found between the d65Cu values
corrected with Ga and those corrected with Ni. The Cu isotopic
composition of the Seronorm serum and whole blood reference
materials were in good agreement with those reported in previous
works [3,5,31,32]. The internal precision (2s) on the d65Cu values
was 0.02‰ and 0.04‰ using Ga and Ni as internal standard,respectively (Table 4), and, thus, the use of Ga as an internal stan-
dard improved the internal precision by a factor of 2, as was also
observed for the pure in-house standard solutions (vide supra). The
contribution of the procedural blanks was negligible in all cases.
The maximum bias observed between the results with and without
blank correction was <0.01‰ using both internal standards.
3.4. Study of the minimum sample dilution factor
Since isotopic analysis at a level of 5 mg L1 Cu and 5 mg L1 Ga
using dry plasma conditions is feasible, the minimum dilution
Fig. 4. Mass spectra (peak proﬁles) at m/z-values 69 and 71 obtained for a blank
(0.14M HNO3) upon scanning with the Neptune MC-ICP-MS instrument, equipped
with the jet interface, using hot and dry plasma conditions. The measurements were
carried out at medium mass resolution. Values on the x-axis and the y-axis represent
the mass (u) and the signal intensity (V), respectively. (A) Mass spectra at m/z 69 and
71. (B) Mass spectra at m/z 69 for scans with increasing N2 gas ﬂow rates
(0.000 Lmin1, 0.006 Lmin1 and 0.012 Lmin1) and at constant Ar sweep gas ﬂow
rate (3.16 Lmin1). (C) Mass spectra at m/z 69 for scans at constant N2 gas ﬂow rate
(0.006 Lmin1) and increasing Ar sweep gas ﬂow rates (1.50 Lmin1, 3.16 Lmin1 and
5.00 Lmin1).
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ated. For this, different volumes (20 mL, 50 mL, 100 mL and 200 mL) of
the Seronorm serum reference material were digested and sub-
jected to the anion exchange chromatographic separation. The Cu
recovery after isolation from these samples was 100± 5%. After the
entire sample preparation procedure, the samples were diluted to a
concentration of 5 mg L1. The measurement of these samples was
carried out in a SSB sequence with a procedural NIST SRM 976
isotopic reference material (i.e. digested and isolated in the same
way as the samples) as the bracketing standard. The concentrations
of Cu and Ga in the sample measurement solutions were always
adjusted to within ±10% of those of the bracketing NIST SRM 976
standard. The d65Cu values obtained for these samples are pre-
sented in Table 5.
The d65Cu values obtained for the Seronorm serum reference
material for which 200 mL, 100 mL or 50 mL of reconstituted materialwere digested were in good agreement with the values reported in
our previous works for which 500 mL of sample was digested, i.e.
about 0.18‰ [5,31,32]. However, a shift in the Cu isotopic
composition of about 0.20‰ towards lower d65Cu values was
observed when using 20 mL of reconstituted Seronorm serum
reference material for digestion only. The limited dilution factor of
the latter sample possibly gave rise to a more pronounced matrix
effect, probably caused by residual concomitant matrix compo-
nents derived from the sample preparation procedure.
For further assessment of the minimum dilution factor neces-
sary to avoid matrix effects, a similar experiment was performed
using procedural blanks. The procedural blanks (prepared
following the same sample preparation as the samples) were
diluted with different dilution factors and doped with the Cu in-
house standard and Ga for a ﬁnal concentration in the measure-
ment solution of 5 mg L1. As can be seen in Table 5, the d65Cu value
obtained for the procedural blank diluted by a factor of 20 and
spiked with the in-house isotopic standard was in good agreement
with the reference value, i.e. 0.22± 0.07‰ [3]. However, the Cu
isotopic composition of the procedural blank diluted by a factor of
10 and spiked with the in-house isotopic standard showed a shift of
0.25‰ towards lower d65Cu values, similar to the shift observed for
the serum sample. This substantiates the statement above that the
matrix effect causing this shift is due to matrix components
resulting from the sample preparation procedure. A similar obser-
vation, related to the need for an appropriate sample dilution, was
reported by Paredes et al. [18] Possible matrix components induced
during the sample preparation procedure might be derived from
resin-derived organics (disintegrating resin beads) introduced
during the anion-exchange chromatographic procedure [48].
Hence, the minimum volume required for performing accurate
Cu isotopic analysis of the Seronorm serum reference material
(containing ~1000 mg L1 Cu) at a level of 5 mg L1 is 50 mL. This
indicates that for performing isotopic analysis of serum Cu at this
low level, a minimum amount of ~50 ng Cu needs to be present in
the sample. However, the proposed approach is deemed feasible for
samples containing a lower amount of Cu, on condition that the
sample preparation procedure is revised and/or miniaturized for
processing smaller sample volumes and/or when using a micro-
ﬂow system. It is therefore recommended to re-evaluate the min-
imum dilution factor required to avoid matrix effects affecting the
Cu isotope ratio for each (i) sample type at hand, (ii) sample
preparation procedure applied, (iii) Cu concentration present in the
original sample and in the ﬁnal measurement solution (iv) set of
measurement conditions (e.g., wet or dry), and/or (v) instrument
settings (e.g., gas ﬂow rates).
3.5. Ultra-trace Cu isotopic analysis of serum and blood micro-
samples
Cu isotope ratio measurements were carried out at ultra-trace
level by applying the approach developed to micro-samples of
commercially available serum and blood for validation purposes.
Hence, the Cu isotope ratios were measured at the lowest suitable
concentrations, i.e. at a concentration level of 20 mg L1 Cu and Ga in
wet plasma conditions and of 5 mg L1 Cu and Ga in dry plasma
conditions.
As the concentration in human or animal serum is often lower
than that of the Seronorm reference material, about 100 mL of the
blood and serum samples were digested and subjected to the full
sample preparation procedure. The Cu recovery for these samples
after isolation was 104± 6%. The Na/Cu and Mg/Cu concentration
ratios in these puriﬁed Cu fractions were about 0.05 on average. The
samples were appropriately diluted and spiked with Ga as internal
standard. The measurements of these samples were carried out in a
Table 4
Cu isotopic composition, expressed as d65Cu (‰) relative to NIST SRM 976, of commercially available blood and serum samples, obtained via MC-ICP-MS using different
measurement conditions. 2s indicates the external precision on n replicates (different digestion, isolation andmeasurements). The average internal precision (2s) and the effect
of a procedural blank correction on d65Cu is also indicated.
Measurement conditions
digested volume 500 mL 500 mL 100 mL 100 mL
plasma conditions wet wet wet dry
internal standard Ni Ga Ga Ga
Cu and Ni or Ga concentrations 200 mg L1 200 mg L1 20 mg L1 5 mg L1
d65Cu (‰)± 2s n d65Cu (‰)± 2s n d65Cu (‰)± 2s n d65Cu (‰)± 2s n
Seronorm serum 0.20± 0.12 3 0.18± 0.13 3 e 0.22± 0.18 3
Seronorm whole blood 0.17± 0.06 3 0.13± 0.10 3 e 0.12± 0.03 3
goat serum e 0.64± 0.00 3 0.66± 0.08 3 0.62± 0.09 3
sheep serum 0.14± 0.12 3 0.17± 0.02 3 e 0.22± 0.07 3
horse serum 0.23± 0.10 3 0.25± 0.00 2 0.23± 0.05 3 0.18± 0.01 3
mouse serum 0.36± 0.07 3 0.36± 0.06 3 0.32± 0.09 3 0.26± 0.17 3
rabbit serum 0.31± 0.09 3 0.33± 0.07 3 0.29± 0.08 3 0.31± 0.08 3
internal precision (2s) 0.04 0.02 0.04 0.06
Effect of blank correction <0.01 <0.01 <0.04 <0.05
Table 5
Isotopic composition of Cu, expressed as d65Cu (‰) relative to NIST SRM 976, ob-
tained for the Seronorm serum reference material and for procedural blanks spiked
with the in-house Cu isotopic standard. The isotope ratio measurements were car-
ried out at Cu and Ga concentrations of 5 mg L1 using dry plasma conditions. s in-
dicates the external precision on n replicates (different digestion, isolation and
measurement), while * indicates the dilution factor considering a volume of sample/
blank solution of 500 mL containing 5 mg L1 of Cu after the full prepration procedure.
Seronorm serum reference material
Digested volume serum Dilution factor* d65Cu (‰)± s n
200 mL ~80 0.11 ± 0.07 3
100 mL ~40 0.22 ± 0.09 3
50 mL ~20 0.24 ± 0.10 2
20 mL ~8 0.43 ± 0.03 2
Procedural blanks spiked with in-house isotopic standard solution
Digested volume blank (MQ H2O) Dilution factor* d65Cu (‰)± s n
500 mL ~20 0.22 ± 0.03 2
500 mL ~10 0.05 ± 0.06 2
S. Lauwens et al. / Analytica Chimica Acta 1025 (2018) 69e79 77SSB sequence with a procedural NIST SRM 976 isotopic reference
material as external standard. The concentrations of Cu and Ga in
the sample solution were adjusted to within ±10% of those of the
bracketing NIST SRM 976 solution.
The results obtained are summarized in Table 4. The Cu isotope
ratios obtained for the 100 mL samples were in good agreement
with those obtained for the 500 mL samples. By using wet plasma
conditions and Ga as an internal standard, a maximumdifference of
0.04‰ was found between the d65Cu values obtained at 200 mg L1
and at 20 mg L1 of Cu. The average internal precision on the d65Cu
values at a level of 20 mg L1 Cu was deteriorated by a factor of 2
compared to those obtained at the 200 mg L1 Cu level only.
Moreover, this precision is still similar to that obtained at
200 mg L1 level using Ni as internal standard (Table 4).
The d65Cu values obtained at a concentration level of 5 mg L1 in
dry plasma conditions were also in good agreement with those
obtained at a concentration level of 200 mg L1 in wet plasma
conditions (paired t-test, p> 0.05). The maximum difference in
d65Cu between both conditions was 0.10‰. The average internal
precision on the d65Cu values at 5 mg L1 Cu and Ga was 0.06‰ and,
thus, deteriorated by a factor of 3 compared to that obtained at
200 mg L1 Cu and Ga (Table 5). However, this internal precisionwas
still similar to that obtained at a level of 200 mg L1 Cu using the
standard interface [5].The external precision (2s) on the d65Cu values, obtained for 3
replicate (digestion, isolation and measurement of the samples)
isotope ratio measurements at the 5 mg L1 level was al-
ways < 0.18‰. An external precision of 0.20‰ was reported for a
quality control serum sample (n¼ 3) for isotope ratio measure-
ments carried out at a level of 200 mg L1 Cu using the standard
interface and wet plasma conditions [20]. Thus, the external pre-
cision on the Cu isotopic composition at ultra-trace level was
similar to that obtained at the “standard” concentration level used
for isotopic analysis by MC-ICP-MS.
Although the blank contribution on the Cu isotope composition
was more pronounced when smaller amounts of Cu were pro-
cessed, this difference was still within 2s (Table 4). The maximum
bias observed between the results with and without blank
correction was <0.05‰.4. Conclusions
The minimum Cu concentration required for accurate and pre-
cise Cu isotope data was 20 mg L1 using wet plasma conditions and
5 mg L1 using dry plasma conditions. Well-deﬁned mass bias re-
lationships were obtained between ln(65Cu/63Cu) and ln(62Ni/60Ni)
and between ln(65Cu/63Cu) and ln(71Ga/69Ga) for
concentrations 20 mg L1 Cu and100 mg L1 Ni or 20 mg L1 Ga
using wet plasma conditions. In dry plasma conditions, well-
deﬁned linear relationships were obtained for concentrations
5 mg L1 Cu and 20 mg L1 Ni or 5 mg L1 Ga. The use of Ga for
mass bias correction improved the internal precision on d65Cu
values and decreased the blank contribution compared to Ni.
Ar-based polyatomic ions 36Ar16O21Hþ and 40Ar15N16Oþ were
observed to affect the signals of 69Gaþ and 71Gaþ, respectively,
using wet plasma conditions. The use of a desolvation system
eliminated these solvent-based interferences, but led to a signiﬁ-
cant interference from 40Ar14N21Hþ, affecting the signal intensity for
69Gaþ at low mass resolution. Use of medium mass resolution
allowed interference-free measurement of the 69Gaþ and 71Gaþ
signal intensities.
The d65Cu values of several commercially available blood and
serum samples obtained at a concentration level of 5 mg L1 Cu and
5 mg L1 Ga using dry plasma conditions were in good agreement
with those obtained at the “standard” concentration level of
200 mg L1 Cu and 200 mg L1 Ni using wet plasma conditions. In
addition, the isotopic composition obtained for samples for which
S. Lauwens et al. / Analytica Chimica Acta 1025 (2018) 69e7978only 100 mL were digested were in good agreement with those for
which 500 mL were digested. Cu isotopic analysis was successful for
human and animal serum/blood samples containing 50 ng of Cu.
Thus, the developed approach is suitable for ultra-trace Cu isotopic
analysismicro-sample of serum, but it can also be valuable for other
sample types, including cell cultures, bacteria, nanoparticles, bio-
psied material, cerebrospinal ﬂuid, bone marrow, snow samples,
rain water and seawater.
Conﬂicts of interest
Declarations of interest: none.
Acknowledgements
This work was carried out in the context of the EMPIR research
project 15HLT02, ReMiND. This project has received funding from
the EMPIR programme co-ﬁnanced by the Participating States and
from the European Union's Horizon 2020 research and innovation
programme. SL thanks the Agency for Innovation by Science and
Technology in Flanders (IWT-Vlaanderen) for her PhD grant. MCR
thanks FWO-Vlaanderen for her post-doctoral grant.
References
[1] F. Vanhaecke, L. Balcaen, D. Malinovsky, Use of single-collector and multi-
collector ICP-mass spectrometry for isotopic analysis, J. Anal. At. Spectrom.
24 (2009) 863e886.
[2] N. Dauphas, A. Pourmand, F.Z. Teng, Routine isotopic analysis of iron by HR-
MC-ICPMS: how precise and how accurate? Chem. Geol. 267 (2009) 175e184.
[3] L. Van Heghe, E. Engstr€om, I. Rodushkin, C. Cloquet, F. Vanhaecke, Isotopic
analysis of the metabolically relevant transition metals Cu, Fe and Zn in hu-
man blood from vegetarians and omnivores using multi-collector ICP-mass
spectrometry, J. Anal. At. Spectrom. 27 (2012) 1327e1334.
[4] K.F. Huang, J. Blusztajn, D.W. Oppo, W.B. Curry, B. Peucker-Ehrenbrink, High-
precision and accurate determinations of neodymium isotopic compositions
at nanogram levels in natural materials by MC-ICP-MS, J. Anal. At. Spectrom.
27 (2012) 1560e1567.
[5] S. Lauwens, M. Costas-Rodríguez, H. Van Vlierberghe, F. Vanhaecke, High-
precision isotopic analysis of Cu in blood serum via multi-collector ICP-mass
spectrometry for clinical investigation: steps towards improved robustness
and higher sample throughput, J. Anal. At. Spectrom. 32 (2017) 597e608.
[6] T.G. Enge, M.P. Field, D.F. Jolley, H. Ecroyd, M.H. Kim, A. Dosseto, An automated
chromatography procedure optimized for analysis of stable Cu isotopes from
biological materials, J. Anal. At. Spectrom. 31 (2016) 2023e2030.
[7] Y. Anoshkina, M. Costas-Rodríguez, F. Vanhaecke, Iron isotopic analysis of
ﬁnger-prick and venous blood by multi-collector inductively coupled plasma-
mass spectrometry after volumetric absorptive microsampling, J. Anal. At.
Spectrom. 32 (2017) 314e321.
[8] F. Albarede, E. Albalat, P. Telouk, Instrumental isotope fractionation in
multiple-collector icp-ms, J. Anal. At. Spectrom. 30 (2015) 1736e1742.
[9] N. Kivel, H.D. Potthast, I. Günther-Leopold, F. Vanhaecke, D. Günther,
Modeling of the plasma extraction efﬁciency of an inductively coupled
plasma-mass spectrometer interface using the direct simulation Monte Carlo
method, Spectrochim. Acta B 93 (2014) 34e40.
[10] N. Shirai, M. Humayun, Mass independent bias in W isotopes in MC-ICP-MS
instruments, J. Anal. At. Spectrom. 26 (2011) 1414e1420.
[11] Z.Y. Zhu, S.Y. Jiang, T. Yang, H.Z. Wei, Improvements in Cu-Zn isotope analysis
with MC-ICP-MS: a revisit of chemical puriﬁcation, mass spectrometry mea-
surement and mechanism of Cu/Zn mass bias decoupling effect, Int. J. Mass
Spectrom. 393 (2015) 34e40.
[12] J.M. Koornneef, C. Bouman, J.B. Schwieters, G.R. Davies, Measurement of small
ion beams by thermal ionisation mass spectrometry using new 10(13) Ohm
resistors, Anal. Chim. Acta 819 (2014) 49e55.
[13] A. Trinquier, C. Bouman, J. Schwieters, N. Lloyd, 1012 U Ampliﬁers for high
precision isotope ratio measurements of small sample sizes, Thermo Fisher
Scientiﬁc, Bremen, Germany, Technical Note 30249.
[14] A. Cocherie, M. Robert, Direct measurement of lead isotope ratios in low
concentration environmental samples by MC-ICP-MS and multi-ion counting,
Chem. Geol. 243 (2007) 90e104.
[15] S.M. Nelms, C.R. Quetel, T. Prohaska, J. Vogl, P.D.P. Taylor, Evaluation of de-
tector dead time calculation models for ICP-MS, J. Anal. At. Spectrom. 16
(2001) 333e338.
[16] U. Nygren, H. Rameb€ack, M. Berglund, D.C. Baxter, The importance of a correct
dead time setting in isotope ratio mass spectrometry: implementation of an
electronically determined dead time to reduce measurement uncertainty, Int.
J. Mass Spectrom. 257 (2006) 12e15.[17] E. Paredes, D.G. Asfaha, C.R. Quetel, Isotope ratio measurements by MC-ICPMS
below 10 mL min-1 under continuous sample ﬂow conditions. exploring the
limits with strontium, J. Anal. At. Spectrom. 28 (2013) 320e326.
[18] E. Paredes, E. Avazeri, V. Malard, C. Vidaud, R. Ortega, A. Nonell, H. Isnard,
F. Chartier, C. Bresson, A new procedure for high precision isotope ratio de-
terminations of U, Cu and Zn at nanogram levels in cultured human cells:
what are the limiting factors? Talanta 178 (2018) 894e904.
[19] L. Yang, Accurate and precise determination of isotopic ratios by MC-ICP-MS:
a review, Mass Spectrom. Rev. 28 (2009) 990e1011.
[20] M. Aramendía, L. Rello, M. Resano, F. Vanhaecke, Isotopic analysis of Cu in
serum samples for diagnosis of Wilson's disease: a pilot study, J. Anal. At.
Spectrom. 28 (2013) 675e681.
[21] F. Larner, M. Rehkamper, B.J. Coles, K. Kreissig, D.J. Weiss, B. Sampson,
C. Unsworth, S. Strekopytov, A new separation procedure for Cu prior to stable
isotope analysis by MC-ICP-MS, J. Anal. At. Spectrom. 26 (2011) 1627e1632.
[22] Q.H. Hou, L. Zhou, S. Gao, T. Zhang, L.P. Feng, L. Yang, Use of Ga for mass bias
correction for the accurate determination of copper isotope ratio in the NIST
SRM 3114 Cu standard and geological samples by MC-ICPMS, J. Anal. At.
Spectrom. 31 (2016) 280e287.
[23] W. Yuan, J.B. Chen, J.L. Birck, Z.Y. Yin, S.L. Yuan, H.M. Cai, Z.W. Wang, Q. Huang,
Z.H. Wang, Precise analysis of gallium isotopic composition by MC-ICP-MS,
Anal. Chem. 88 (2016) 9606e9613.
[24] C. Kato, F. Moynier, Gallium isotopic evidence for extensive volatile loss from
the Moon during its formation, Sci. Adv. 3 (2017), e1700571.
[25] C. Kato, F. Moynier, J. Foriel, F.Z. Teng, I.S. Puchtel, The gallium isotopic
composition of the bulk silicate Earth, Chem. Geol. 448 (2017) 164e172.
[26] W. Yuan, G.D. Saldi, J. Chen, M.V. Zuccolini, J. Birck, Y. Liu, J. Schott, Gallium
isotope fractionation during Ga adsorption on calcite and goethite, Geochem.
Cosmochim. Acta. 223 (2018) 350e363.
[27] T. Zhang, L. Zhou, L. Yang, Q. Wang, L.P. Feng, Y.S. Liu, High precision mea-
surements of gallium isotopic compositions in geological materials by MC-
ICP-MS, J. Anal. At. Spectrom. 31 (2016) 1673e1679.
[28] C.R. Chitambar, Gallium and its competing roles with iron in biological sys-
tems, BBA: Biochim. Biophys. Acta-Mol. Cell Res. 1863 (2016) 2044e2053.
[29] M. Costas-Rodríguez, J. Delanghe, F. Vanhaecke, High-precision isotopic
analysis of essential mineral elements in biomedicine: natural isotope ratio
variations as potential diagnostic and/or prognostic markers, Trac - Trends
Anal. Chem. 76 (2016) 182e193.
[30] V. Balter, A.N. da Costa, V.P. Bondanese, K. Jaouen, A. Lamboux, S. Sangrajrang,
N. Vincent, F. Fourel, P. Telouk, M. Gigou, C. Lecuyer, P. Srivatanakul,
C. Brechot, F. Albarede, P. Hainaut, Natural variations of copper and sulfur
stable isotopes in blood of hepatocellular carcinoma patients, Proc. Natl. Acad.
Sci. U.S.A. 112 (2015) 982e985.
[31] M. Costas-Rodríguez, Y. Anoshkina, S. Lauwens, H. Van Vlierberghe,
J. Delanghe, F. Vanhaecke, Isotopic analysis of Cu in blood serum by multi-
collector ICP-mass spectrometry: a new approach for the diagnosis and
prognosis of liver cirrhosis? Metallomics 7 (2015) 491e498.
[32] S. Lauwens, M. Costas-Rodríguez, H. Van Vlierberghe, F. Vanhaecke, Cu iso-
topic signature in blood serum of liver transplant patients: a follow-up study,
Sci. Rep.-Uk 6 (2016), e30683.
[33] V. Balter, A. Lamboux, A. Zazzo, P. Telouk, Y. Leverrier, J. Marvel, A.P. Moloney,
F.J. Monahan, O. Schmidt, F. Albarede, Contrasting Cu, Fe, and Zn isotopic
patterns in organs and body ﬂuids of mice and sheep, with emphasis on
cellular fractionation, Metallomics 5 (2013) 1470e1482.
[34] K.A. Miller, C.M. Keenan, G.R. Martin, F.R. Jirik, K.A. Sharkey, M.E. Wieser, The
expression levels of cellular prion protein affect copper isotopic shifts in the
organs of mice, J. Anal. At. Spectrom. 31 (2016) 2015e2022.
[35] L. Lobo, M. Costas-Rodríguez, J.C. de Vicente, R. Pereiro, F. Vanhaecke, A. Sanz-
Medel, Elemental and isotopic analysis of oral squamous cell carcinoma tis-
sues using sector-ﬁeld and multi-collector ICP-mass spectrometry, Talanta
165 (2017) 92e97.
[36] J.L. Cadiou, S. Pichat, V.P. Bondanese, A. Soulard, T. Fujii, F. Albarede, P. Oger,
Copper transporters are responsible for copper isotopic fractionation in
eukaryotic cells, Sci Rep-Uk 7 (2017) e44533.
[37] M.R. Florez, M. Costas-Rodríguez, C. Grootaert, J. Van Camp, F. Vanhaecke, Cu
isotope fractionation response to oxidative stress in a hepatic cell line studied
using multi-collector ICP-mass spectrometry, Anal. Bioanal. Chem. 418 (2018)
2385e2394.
[38] A. Tennant, A. Raukb, M.E. Wieser, Computational modelling of the redistri-
bution of copper isotopes by proteins in the liver, Metallomics 9 (2017)
1809e1819.
[39] D.C. Baxter, I. Rodushkin, E. Engstr€om, D. Malinovsky, Revised exponential
model for mass bias correction using an internal standard for isotope abun-
dance ratio measurements by multi-collector inductively coupled plasma
mass spectrometry, J. Anal. At. Spectrom. 21 (2006) 427e430.
[40] R. Escoube, O.J. Rouxel, B. Luais, E. Ponzevera, O.F.X. Donard, An intercom-
parison study of the germanium isotope composition of geological reference
materials, Geostand. Geoanal. Res. 36 (2012) 149e159.
[41] T. Hirata, Isotopic variations of germanium in iron and stony iron meteorites,
Geochem. Cosmochim. Acta. 61 (1997) 4439e4448.
[42] B. Luais, Isotopic fractionation of germanium in iron meteorites: signiﬁcance
for nebular condensation, core formation and impact processes, Earth Planet
Sci. Lett. 262 (2007) 21e36.
[43] B. Luais, Germanium chemistry and MC-ICPMS isotopic measurements of Fe-
Ni, Zn alloys and silicate matrices: insights into deep Earth processes, Chem.
S. Lauwens et al. / Analytica Chimica Acta 1025 (2018) 69e79 79Geol. 334 (2012) 295e311.
[44] T.F.D. Mason, D.J. Weiss, M. Horstwood, R.R. Parrish, S.S. Russell, E. Mullane,
B.J. Coles, High-precision Cu and Zn isotope analysis by plasma source mass
spectrometry - Part 1. spectral interferences and their correction, J. Anal. At.
Spectrom. 19 (2004) 209e217.
[45] L. Gall, H. Williams, C. Siebert, A. Halliday, Determination of mass-dependent
variations in nickel isotope compositions using double spiking and MC-ICPMS,
J. Anal. At. Spectrom. 27 (2012) 137e145.
[46] F. Vanhaecke, L. Moens, Overcoming spectral overlap in isotopic analysis viasingle- and multi-collector ICP-mass spectrometry, Anal. Bioanal. Chem. 378
(2004) 232e240.
[47] S.M. Chernonozhkin, M. Costas-Rodríguez, P. Claeys, F. Vanhaecke, Evaluation
of the use of cold plasma conditions for Fe isotopic analysis via multi-collector
ICP-mass spectrometry: effect on spectral interferences and instrumental
mass discrimination, J. Anal. At. Spectrom. 32 (2017) 538e547.
[48] A.E. Shiel, J. Barling, K.J. Orians, D. Weis, Matrix effects on the multi-collector
inductively coupled plasma mass spectrometric analysis of high-precision
cadmium and zinc isotope ratios, Anal. Chim. Acta. 633 (2009) 29e37.
